EPI can correct inhomogeneity of the magnetic field, however, the spatial resolution is poor. On the other hand, mFFE has relatively a good spatial resolution while it cannot correct inhomogeneity of the magnetic field.
We investigated agreement of T2 values measured on the T2 images obtained with mFFE and EPI sequences by using a 3T MR scanner in the phantom and patient studies.
In the phantom studies, T2 values measured on images with mFFE sequence were effected by inhomogeneity of magnetic field and accurate T2 values should be measured by EPI sequence.
However, in the clinical study, T2 values of the liver measured on images with mFFE and EPI sequences agreed relatively well. Therefore, mFFE sequence can be alternative for EPI sequence in the clinical setting.
It is occasionally difficult to identify normal or pathological structures on images obtained with EPI sequence because of its low spatial resolution. Spatial resolution of images obtained with mFFE sequence is much better than that with EPI sequence.
Based on these discussions, we believe that mFFE sequence may be appropriate for measurement of T2 values in the liver in the clinical setting.
